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ABSTRACT 



Context. Spectropolarimetry at high spatial and spectral resolution is a basic tool to characterize the magnetic proper- 
ties of the solar atmosphere. 

Aims. We introduce the KIS/IAA Visible Imaging Polarimeter (VIP), a new post-focus instrument that upgrades the 
TESOS spectrometer at the German Vacuum Tower Telescope (VTT) into a full vector polarimeter. VIP is a col- 
laboration between the Kiepenheuer Institut fiir Sonnenphysik (KIS) and the Instituto de Astrofisica de Andalucia 
(lAA-CSIC). 

Methods. We describe the optical setup of VIP, the data acquisition procedure, and the calibration of the spectropo- 
larimetric measurements. We show examples of data taken between 2005 and 2008 to illustrate the potential of the 
instrument. 

Results. VIP is capable of measuring the four Stokes profiles of spectral lines in the range from 420 to 700 nm with 
a spatial resolution better than 0'.'5. Lines can be sampled at 40 wavelength positions in 60 s, achieving a noise level 
of about 2 X 10"'^ with exposure times of 300 ms and pixel sizes of 0'.'17 x 0'.'17 (2x2 binning). The polarization 
modulation is stable over periods of a few days, ensuring high polarimetric accuracy. The excellent spectral resolution 
of TESOS allows the use of sophisticated data analysis techniques such as Stokes inversions. One of the first scientific 
results of VIP presented here is that the ribbon-like magnetic structures of the network are associated with a distinct 
pattern of net circular polarization away from disk center. 

Conclusions. VIP performs spectropolarimetric measurements of solar magnetic fields at a spatial resolution that is only 
slightly worse than that of the Hinode spectropolarimeter, while providing a 2D field field of view and the possibility 
to observe up to four spectral regions sequentially with high cadence. VIP can be used as a stand-alone instrument or 
in combination with other spectropolarimeters and imaging systems of the VTT for extended wavelength coverage. 

Key words. Instrumentation: polarimeters - Sun: photosphere - Magnetic fields 
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1. Introduction 

Measurements of the solar magnetic field and the determi- 
nation of the thermal and kinematic properties of the mag- 
netized atmosphere is a persistently challenging goal. The 
combination of high spectral and angular resolution is of 
vital importance for an accurate characterization of the at- 
mospheric parameters in different structures, from the tiny 
magnetic elements of the quiet Sun to the largest sunspots. 
However, only a few ground-based instruments are capable 
of high-precision polarimetric observations with an angular 
resolution of 0'.'5 or better. 

Two different concepts have been followed to ob- 
tain measurements of the full Stokes vector at high 
spectral resolution: imaging and grating (slit-based) 
spectropolarimeters. Modern i maging spectropolar ime- 
ters employ single (see, e.g., I Mickey et al.l |1996[ ) or 
multiple Fabry-Perot etalons (FPIs) for fast tuning 
and high transmission. Several FPI spectropolarime- 
ters are operated at present: the Gottingen spec- 
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tropolarimeter (GFPI, iBello Gonzalez fc Kneeil |2008[ ). 
the Interferome tric BIdimens ional Spectrometer (IBIS, 
ICavallini 2006; Reardon fc Cav allini 2Q0l), and the CRisp 
Imag ing Spectro-Polarimeter (CRISP; IScharmer et al.l 
|2008[ ). These instruments differ mostly in how the FPIs 
are mounted (telecentric or collimated) and in the spectral 
resolution. 

In the category of slit-based spectropolarimeters, 
we have the Advan ced Stokes Polarimeter (ASP, 
ISkumanich et al.] Il997t) which has been superseded by 
the the Diffraction-Limited Spe ctro-Polarimeter (DLSP, 
ISankarasubramanian et al.l l2003f ). the multiline polari- 
metric mode of T H EMIS (MTR, iRavrole fc MeinI Il993l; 
iLopez Ariste et all |2000|). the POlarim etric LIttrow 
Spectrograph (POLIS. iBeck et al.l l2005bf ). the Spectro- 
Polarimeter for Infr a red a nd Optical Regions (SPINOR, 
ISocas- Navarro et all I2006D . and the Fa c ility InfraRed 
Spectropolarimeter (FIRS, iJaeggli et all [200l). DLSP 
and POLIS work at a fixed wavelength in the visible 
(630 nm), while SPINOR and FIRS allow to observe dif- 
ferent spectral regions in the visible and the infrared. The 
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Tene r ife Infrared Po l arime ter (TIP, iMartinez Fillet et alJ 
Il999t ICollados et alJ l2007t) can observe any part of the 
near-infrared spectrum from 1 to 2.2 /im using the main 
spectrograph of the German Vacuum Tower Telescope. It 
regularly reaches the diffraction limit at these wavelengths 
(about 0'.'6). 

All ground-based instruments suffer from wavefront 
distortions caused by turbulence in the Earths' atmo- 
sphere. Adaptive optic syst e ms (AO; lyon der Liihe et aLl 
120031: IScharmer et al.l 120031: iRimmeld I2004D are manda- 
tory to improve the image quality, but the compensa- 
tion is only partial and sub-arcsec resolution is hard to 
reach. Whereas in slit-based spectropolarimetry no fur- 
ther improvement can be achieved beyond what is deliv- 
ered by the AO system, two-dimensional spectropolarimet- 
ric observations can benefit from post-facto image recon- 
struction tec hniques like de-stretching, speckle deconvolu- 
tion (see, e.g., Keller fc von der Luehelll99a Mikurda et al 
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2008^ . and MOMFBD (Ivan Noort et al.ll2005D . At present 
the only instrument capable of delivering continuous mea- 
surements at O'.'S resolut ion is the spectropo larimeter (SP) 
of the Hinode satellite (jKosugi et al.l [ 2007 ). The Imaging 
Magnetograph eXperiment (IMaX, iJochum et al.l l2003t 
IMartinez Pillet et al.l 120041: lAlvarez-Herrero et al.l I2006D 



aboard the SUNRISE balloon (jGandorfer et al.l I2006D re 



cently completed its first flight and took data of even higher 
resolution thanks to its 1-m telescope. 

However, accurate spectropolarimetry does not only 
depend on spatial resolution, but also on the preci- 
sion achieved in the determination of the polarization 
state. This is typically quantified by the root-mean-square 
(rms) noise of Stokes QUV at continuum wavelengths 
or by the signal-to-noisc ratio (SNR) in the intensity 
spectrum. Slit spectropolarimeters have the advantage 
that the spectrum is detected instantly. Hence, an in- 
crease in exposure time or the accumulation of spec- 
tra do not compromise the spectral purity or integrity 
of the data. With integration times of 20-30 s, the rms 
noise ca n be reduced to a few 10~'^ of the continuum in- 
tensitv (iBommier fc Molodiill2002l: iKhomenko et al.l [20031 






IMartinez Gonzalez et al.li2008l: iBeck fc Rezaeil 120091 ). For 
FPI-based instruments this is more difficult due to the se- 
quential wavelength scanning. To obtain the SNR of a typ- 
ical slit-spectrograph spectrum, a 2-D instrument has to 
use a similar integration time for every wavelength posi- 
tion, which usually makes the line scan unacceptably long 
(> 2 min). Hence, for all 2D-type spectropolarimeters a 
compromise has to be found between SNR, spectral sam- 
pling, and angular resolution. A SNR comparable to that of 
long-integrated (^ 5 sec) slit-spectra cannot be obtained 
with any currently existing 2D instrument. 

However, these instruments also have great advantages 
compared to slit systems. First, they are flexible in wave- 
length range. Even if the various spectral regions can be 
observed sequentially only, the cadence may be sufficiently 
high to treat them as simultaneous, depending on the sci- 
entific problem. For slit-based systems, a change of the 
spectral region usually requires changes in the setup, or is 
even impossible because of fixed gratings (DLSP, POLIS, 
Hinode/SP). Second, 2D instruments provide spatially co- 
herent observations with much faster cadence than is pos- 
sible with slit systems. In high-resolution mode, when 
small step sizes are involved (e.g., O'.'IS in the case of 



the Hinode/SP or the DLSP), slit-spectrograph systems 
do not attain the cadence needed to follow the solar evo- 
lution with sufficient spatial coverage. Fast events, par- 
ticularly in the solar chromosphere with time scales of 
30 s or less (iRutten fc Uitenbroekl 1991t ICarls son fc Stein 
1997|:IWedemever et al.ll2004l:IWoger et a l. 2006: iBeck eTal 
can only be traced on very small FOVs, whereas the 



spatial extent of the phenomenon may excess the scan area 
easily. 

The Triple Etalon SOlar Spectrometer (TESOS; 
iKentischer et al.l 119981: iTritschler et~all l2002t) at the 
German VTT in Tenerife was a natural candidate for 
an upgrade into a vector polarimeter. TESOS features 
high spectral resolution and is the only triple-FPI system 
in operation to date. The unique spectroscopic capabil- 
ities of TESOS have been used to study the kinematic 
and thermal properties of se veral magnetic and non- 
magn e tic structures (see, e.g ., ISchlichenmaier fc Schmidt 
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iSchleicher et al .| [2003: 
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Mikurda et al.l 120061 ). However, although valuable for the 



analysis of photospheric velocity fields and temperatures, 
these observations do not provide information about the 
magnetic field. 

Here we describe the KIS/IAA Visible Imaging 
Polarimeter (VIP), the polarization package that converts 
TESOS into a full vector spectropolarimeter. Section |2| 
gives an overview of the optical layout of TESOS in po- 
larimetric mode, focusing on the modulation package and 
the detectors. The data acquisition and the calibration pro- 
cedure are explained in Sections O and JU respectively. In 
Sect.jSJ we present three examples of VIP observations to il- 
lustrate the capabilities of the instrument. Our conclusions 
are summarized in Sect. [51 



2. Instrument Description 

TESOS is a Fabry-Perot spectrom e ter in a telecentric con - 
figuration (jKentischer et al.l 119981: ITritschler et al.ll2002D . 
Figure|T]sketches the optical layout with its current compo- 
nents. The three etalons significantly reduce side-lobe influ- 
ence and permit the use of broad prefilters (^1 nm FWHM) 
with typical transmissions of 75%. In high resolution mode, 
the spectral resolution of the instrument is of the order of 
300.000 at 632.8 nm, comparable with classical slit spectro- 
graphs. Up to four spectral lines can be observed sequen- 
tially thanks to the motorized filter wheel (IFl in Fig. [1]). 
Combined with the Kiepe nheuer Adaptive Optics System 
(|von der Liihe et aI1l2003^ ■ TESOS is able to achieve a spa- 
tial resolution of about O'.'S on a regular basis. 

Polarimctry was one of the science drivers of TESOS 
from the beginning (see IKentischer et al.lll998r ). To mini- 
mize instrumental polarization, the four folding mirrors in- 
side TESOS were arranged in such a way that two sagittal 
45° reflections are followed by two tangential 45° reflec- 
tions. This configuration does not introduce spurious linear 
polarization signals and thus allows for high precision po- 
larimetry. 

The KIS/IAA Visible Imaging Polarimeter (VIP) 
has been developed by the Kiepenheuer Institut fiir 
Sonnenphysik and the Instituto de Astrofisica de Andalucia 
to upgrade TESOS into a full vector spectropolarimeter. 
VIP consists of a modulation package, its electronics, a 
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Wollatson Prism 




LCVR2 

LCVR I 
UV Blocking Filter { 



^' 



Field Stop 



Fig. 1. Optical setup of TESOS in high 
resolution mode. The light undergoes four 
45° reflections at the mirrors M2, M3, M5 
and M6. The Fabry-Perot etalons are indi- 
cated by the abbreviation FPL The filter 
wheel (IFl) is located between FPI 1 and 
FPI2. The modulation package consists of 
two LCVRs near the telescope focal plane. 
PhotonMax 1 and 2 are the cameras of the 
narrow-band and broad-band channels, re- 
spectively. The WoUaston prism in front 
of PhotonMax 1 performs the polarization 
analysis. 



Wollaston prism, and the control software. With some tech- 
nical modifications, it could also be used at the main spec- 
trograph of the VTT. 



2.1. Modulation Package and Polarization Analysis 

The incoming light beam is modulated by two nematic 
Liquid Crystal Variable Rctardcrs (LCVRs) manufactured 
by Mcadowlark. The LCVRs are located directly in front of 
the field stop in a converging beam (f/64) close to the focal 
plane (LCVRl and LCVR2 in Fig.H]). A suitable blocking 
filter protects them from UV damage. The two LCVRs are 
mounted with their fast axes making an angle of 45°. 

LCVRs are electro-optical tunable rctarders made of liq- 
uid crystal molecules enclosed between two glass plates. 
Without an external electric field, all molecules are aligned 
with their long axis parallel to the glass substrate and maxi- 
mum rctardance is achieved. If an external alternating elec- 
trical field is applied (square wave, 2 kHz), the molecules be- 
gin to tilt perpendicular to the glass substrate, which causes 
a reduction of the effective birefringence. The VIP LCVRs 
can be used in the range from 420 to 700 nm; their retar- 
dance was measured as a function of the applied voltage for 
two wavelengths (530 nm and 630 nm, see Fig. [5]). The volt- 
age needed for a specific rctardance and wavelength is then 
derived by a line ar interpolation of the calibration curves 
(jKentischerl 120051 ) . At low voltages, the interaction forces 
within the crystals are the dominant effects. Therefore their 
relaxation time is longest in this regime (up to 60 ms) . To 
give the LCVRs enough time to reach the desired rctar- 
dance, the modulation sequence of VIP was chosen such 
that these transitions occur when the instrument is busy 
with etalon settings, camera readout, or disk writing. 

Dual-beam polarimetry is achieved using a Wollaston 
prism before the camera lens L5a and the detector (see 
Fig. U zoom- in area). It is oriented parallel to the fast axis 
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LCVR2, 630 nm 
LCVR2, 530 nm 
LCVRl, 630 nm 
LCVRl, 530 nm 




4 6 

Voltage [V] 

Fig. 2. Calibration curves of the two LCVRs for the refer- 
ence wavelengths of 530 nm {black) and 630 nm [red). The 
voltage was increased in steps of 0.02 V. 



of the first LCVR and acts as a polarization analyzer. The 
two orthogonal beams generated by the Wollaston are im- 
aged simultaneously onto the same detector. In the data 
reduction process, they are c ombined to minimize secing- 
induced crosstalk (|LiteJll987l ). To reduce image distortions 
between the two beams, the Wollaston is made of calcite 
instead of quartz. The splitting angle of the prism, 1.37°, 
was optimized to fill the entire CCD. 



2.2. Detectors 

The PixelVision Pluto cameras used for TESOS were re- 
placed in 2006. The new detector system consists of two 
16-bit, high frame rate PhotonMax CCD cameras man- 
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ufactured by Princeton Instruments/Acton. Dark current 
is minimized by thermo-electrical cooling down to —80° C. 
The CCD image sensor is a backside illuminated, 512x512 
pixel array (e2v CCD97) with frame transfer technology 
and a square pixel size of 16 ^m. The wide dynamic range, 
large full- well capacity (200 ke~ in traditional amplification 
mode) and high quantum efficiency (>60% in the wave- 
length range 400-850 nm) of the cameras make them ideal 
for spectropolarimetry. 

As a consequence of the different array and pixel size 
of the new detector, the imaging optics in the narrow-band 
channel of TESOS had to be changed in order to allow for 
a FOV of about 40" in diameter, while maintaining the 
pixel scale. The optimum result was achieved with a. f ~ 
169.7mm lens, which provides a pixel scale of 0'.'086pixcl~^ 
and a FOV of 21" x 41" in spectropolarimetric mode. 

3. Spectropolarimetric Data Acquisition 

To determine the Stokes vector, VIP takes four images Ij 
(j = 1 . . . 4) with the LCVRs i n different modulation states . 
Following the IMaX strategy (jMartinez Pillet et al.ll2004D . 
the retardances of the first and second LCVR are set to 
(315°, 315°, 225°, 225°) and (305.264°, 54.736°, 125.264°, 
234.736°), respectively. This results in four linearly inde- 
pendent combinations 



telescope and the remaining optics behind the exit win- 
dow of the telescope is corr ected separ a tely in two 



/I l/x/3 l/x/3 1/VS\ 

1 i/Vs -l/\/3 -i/Vs 

1 -i/Vs -i/Vs 1/V3 

\1 -1/V3 1/V3 -1/V3/ 



(1) 



from which the Stokes /, Q, U and V parameters at the 
position of the LCVRs can be derived. 

The theoretical efficiencies are (e/, eg, £[/, ey) — 
(1,1/V3,1/V3, 1/V3), with 1/V3 - 0.577. This provides 
the best modulati on possible with equal efficiency in all 
Stokes parameters (|del Toro Iniesta fc Colladosll2000t) . The 
polarimeter can also be used to measure only Stokes / and 
V; the retardances of the LCVRs are then (360°, 360°) and 
(90°, 270°), respectively. To improve the SNR, multiple im- 
ages for each modulation state can be accumulated by the 
control software. Up to now, we have used this option only 
to obtain flat field data, since the extra read-out time in- 
creases significantly the duration of the wavelength scans; 
for observations, we use long exposures and the large full- 
well capacity of the CCDs to reach a sufficiently high SNR. 

4. Data Calibration 

For the most part, the data reduction process is identical 
to the one performed when the instrument is operated in 
spectrosco pic mode, which is de scribed in detail elsewhere 
(see, e.g.. iTritschler et al]|2004[ ). The reduction provides 
flat-fielded and aligned images for each wavelength, modu- 
lation state, and orthogonal beam. The alignment of the dif- 
ferent scan steps is done using the simultaneous images ac- 
quired with the broad-band camera of TESOS (PhotonMax 
2 in Fig. 1) as a reference. Here, we only focus on the as- 
pects that are special to spectropolarimetry. 

The general approach for the polarimetric calibra- 
tion of VIP is similar to that of the other spectropo- 
larimeters at the VTT (POLIS, TIP, GFPI). The time- 
dependent instrumental polarization introduced by the 



steps as described in deta i l by Beck et al.l . _ 

ISchhchenmaier fc CoUadoi (120021) or iBeck et al.l (|2005b[ ): 
for the GFPI see lBello Gonzalez fc Kneeij (|2008[) 
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To determine the response function, X, of the polarime- 
ter and the optics behind the instrument calibration unit 
(ICU), 37 known polarization states are created by the ICU 
and measured with VIP (see Fig. ^. The ICU is located 
right behind the exit window of the evacuated telescope, 
and consists of a linear polarizer and a zero-order quartz 
retarder. The retarder is rotated in 5° steps from 0° to 
180°, with the transmission axis of the polarizer fixed along 
the terrestrial N-S direction. Calibration curves for each of 
the LCVR states are obtained from the intensity differ- 
ence between the two orthogonal beams produced by the 
Wollaston, normalized to their average value (see Fig.|3l). A 
flat field correction is not needed for the calibration mea- 
surements, because gain table variations affect the differ- 
ence and average images by exactly the same multiplica- 
tive factor, and thus they cancel out. Tests with and with- 
out flat fleld correction yielded the same polarimetric re- 
sponse down to our accuracy level. The subtraction of the 
dark current is, however, crucial because it influences the 
relative measurements of intensities in a non-linear way. 
The four calibration curves can then be used to determine 
X by a matr i x inver sion as described in Appendix A. 2 
of iBeck et al.l (|2005bD . Applied to the four intensity mea- 
surements that result from subtracting the two orthogonal 
beams for each LCVR state, X gives the Stokes parameters 
at the position of the ICU. 

VIP differs from slit spectropolarimeters in its 2D FOV, 
which implies that also the polarization properties can vary 
in both spatial dimensions. We investigated the derived re- 
sponse functions for subfields of the VIP FOV, but found 
no significant spatial variation within the accuracy of X. 
Therefore we use the same response function for every CCD 
pixel. We also found no significant trend with wavelength 
inside the typical range used to scan a line, so we compute 
X only for the first wavelength position (usually a contin- 
uum point). 

TESOS, and hence VIP, is prepared for sequential multi- 
wavelength observations. This means that the calibration 
has to be done for as many spectral regions as used in 
the observations, but a calibration data set can be taken 
in less than 15 minutes. The variation of the ICU retar- 
dance with wavelength is shown in Fig. |4l The parameters 
of a parabolic fit to the measured retardances are (688, 
-1.89537, 0.00110836) for the offset, slope, and 2nd order 
contribution. The chromatic wave plate of the ICU has zero 
retardance around 520 nm and cannot be used in this spec- 
tral region. 

A critical issue for the accuracy of the measurements is 
the stability of the polarization modulation over time. We 
consider here the nematic LCVRs as the major source of 
variation, since the remainder of the setup consists of "sta- 
ble" massive objects like mirrors, the FPIs, the Wollaston, 
or beam splitters (BS) that feed additional imaging chan- 
nels in front of TESOS. The LCVRs can change the polari- 
metric response of the instrument since their effective retar- 
dance is temperature dependent. The retardance decreases 
by about 1 degree for an incr ease in temperature by 1 K 
(see, e.g.. lHeredero et al]|2007l their Fig. 5). Measurements 
at the ICU retarder showed a temperature increase of about 
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0.6° in two minutes on being exposed to sunlight before the 
temperature leveled off, as well as a reduction of retardance 
by 0.4° at 630 nm co mparing me asurements in the early 
morning and at noon (JBeckll2004r) . The light absorption of 
the LCVRs, and hence, their behavior, should be similar. 
During the observations, the LCVRs are permanently ex- 
posed to the sunlight, since no shutters or similar devices 
are located in front of them. There should thus only be 
some minor and fast heating effect before the start of the 
first observation in the early morning and a slight drift with 
time caused by the change of the light level during the day. 

The LVCRs of VIP arc not located in a temperature- 
controlled housing, but the observing room as a whole 
is air-conditioned with a nominal temperature of 21°. 
Temperature changes of the surrounding air will presum- 
ably not exceed a level of one degree due to the air- 
condition. Taking one degree of temperature and thus 
one degree of retardance as the uppermost limit of 
variation, this translates into a deviation from the de- 
fault modulation scheme by about three percent (e.g., 
cos304°/cos305°=0.975). This three percent is, however, 
not an absolute but a relative error; for instance for a po- 
larization signal with an amplitude of 10% of the continuum 
intensity, the resulting error would be only 0.3%. Such an 
error level is comparable to the rms noise of the data (see 
Table [1] below). The value of the rms noise actually implies 
that any short-term variations of temperature on the order 
of a few seconds cannot reach one degree, since it provides 
an upper limit for the contributions of all noise sources in 
addition to the thermal retardance effects. The main effect 
of the temperature changes will thus be a slow drift of re- 
tardance with time that presumably can be neglected for 
the polarimetric accuracy if the calibration is done right 
before or after the observations. 

In order to verify the stability of the calibration, we col- 
lected calibration curves from several campaigns for wave- 
lengths of 430nm, 630 nm, and 656 nm (Fig.|31). The curves 
demonstrate that the calibration is stable to within the 
measurement accuracy for up to two-three days (e.g., 630 
nm on Oct 18 and 20, 2007 or 656 nm on May 27 and 28, 
2008). The large changes in the shape of the curves (com- 
pare 2007 {red) and 2008 (blue) in state 1, 630 nm) are due 
to the additional BS used in 2008 to feed the imaging chan- 
nels; the minor changes between, e.g.. May 25 and 30 were 
due to a re-adjustment of the same BS. We conclude that 
daily calibration measurements should suffice to maintain 
a high polarimetric accuracy for VIP if the optical setup 
remains unchanged. 

The measured polarization efficiencies are typically 
(e/,eQ,ec/,ey) = (0.96,0.53,0.52,0.56) at 630 nm, slightly 
below the theoretical values but still very high. The in- 
strumental polarization caused by t he VTT coe l ostat is re- 
moved using the telescope model of iBeck et al.l (l2005af ). If 
the polarization level in a continuum window inside the 
observed spectral range differs from zero, a correction for 
residual / — >■ QUV crosstalk is applied by calculating the 
average QUV/ 1 ratio in the continuum window and sub- 
tracting the corresponding fraction of the intensity profile 
from QUV . This crosstalk comes from two sources of cali- 
bration inaccuracies: the limitations of the geometrical tele- 
scope model and the high sensitivity of the first column of 
the response matrix to the retardance adopted for the ICU 
(see Fig. 4 of Beck et al. 2005b). The latter quickly leads 
to deviations of some percent (roughly 1% of crosstalk per 



Table 1. Overview of the observations. 1^. continuum in- 
tensity. 



Date 


Nov 3, 2005 


Oct 18, 2007 


May 23, 2008 


Target 


Pore 


Network 


Network 


Position 


10° 


20° 


30° 


VIP FOV 


26"x35" 


18"x40" 


16"x38" 


Wavelength 


630.2 nm 


630.25 nm 


430.34 nm 


Line(s) 


2 Fel, O2 


Fel, O2 


CH, Fell 


Step Size 


1.9pm 


1.9pm 


1.6 pm 


Points 


42-1-46 


35 


68 


Exposure 


300 ms 


300 ms 


300 ms 


Cadence^ 


72 s-h79 s 


70s 


120 s 


Noise level 


2-10-3 Ic 


2-10-3 Ic 


3-10-^1, 


TIP FOV 


- 


4.8" X 78" 


12.5" X 78" 


Imaging 


- 


G-band 


G-band 



^Including disk write time; the scan time is about 10-20 
shorter, depending on the number of wavelength points 



1° error in retardance). The determination of the ICU re- 
tardance can be improved with additional calib ration data 
at diffe rent polarizer positions as described by iBeck et all 
(|2005bD . 



5. Observations 

After commissioning, VIP has been used in several cam- 
paigns from 2005 until 2009. During the first test runs, VIP 
was a stand-alone instrument devoted to the observation 
of the pair of Fe i lines at 630 nm. In later campaigns it 
has been operated simultaneously with TIP and additional 
imaging channels as, for example, the G-band at 430.5 nm 
and Ha (see, e.g.. iKucera et al.ll2008[ ). In the following we 
describe and discuss three specific observations with VIP 
to demonstrate its scientific potential. Details of the obser- 
vations are given in Table [TJ 

When coordinated with TIP, the spectrograph slit (of 
length 70"-80") was oriented parallel to the long axis of 
the VIP FOV, covering it completely. In the direction per- 
pendicular to the slit the coverage depends on the region 
scanned with TIP. The setup for m ulti-instrument obs erva- 
tions including VIP is described in iBeck et aD (|2007l ) and 
iKuceraet all (|2008[ ). 

All observations are dark subtracted, flat flelded, and 
corrected for transparency fluctuations during the scan. For 
the two data sets of network no de-stretch prior to the po- 
larization calibration has been performed. Usually the ob- 
servations arc binned by a factor of two to increase the 
signal-to-noise ratio, so the effective pixel size is 0'.'17. 



5.1. Pore Observations 

On November 3, 2005 we observed a pore (NOAA 10818) 
close to disk center. VIP was used to scan the two Fei 
630.2 nm lines sequentially with a total of 88 wavelength 
points and a scan time of about 65 s for each line. For 
the following, we only considered the line at 630.25 nm. In 
order to determine reliable magnetic parameters and to as- 
sess the performance of VIP, the Stokes I, Q, U and V 
profiles were inverted using the SIR code. We performed a 
1-component inversion with a variable stray light contribu- 
tion a fitted by the algorithm. Depending on whether the 
polarization signal exceeded a threshold of 0.85 % of the 
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Fig. 5. Left panel: Pore data taken in 2005. Bottom row, left to right: continuum intensity /c, line-core intensity of Fei 
630.25 nm, and longitudinal magnetic flux $. Top row, left to right: field strength B, field azimuth ip, and field inclination 
7 in the LOS reference frame. The black/white contours outline the extension of the pore. The black vertical line in I^ 
marks the cut whose spectra are shown in the right panels. The observed and best-fit spectra are shown at bottom and 
at top, respectively. Left to right: Stokes IQUV. Spatial tick marks here and in all following figures are in arcsec. 



continuum intensity or not, either a single magnetic or a 
field- free atmosphere was assumed. 

Figure [5] displays the observed FOV {bottom panels) and 
some of the inversion results {top panels). The continuum 
intensity {bottom left) shows clear signs of abnormal gran- 
ulation surrounding the pore. The line-core intensity im- 
age {bottom middle) reveals brightenings that closely follow 
the course of the intergranular lanes throughout most of 
the FOV. The spatial resolution is sufficient to distinguish 
th e ribbon-like a ppear ance of these structures, discovered 
by iBerger et al.l ()2004|) in G-band filtcrgrams taken at the 
Swedish 1-m Solar Telescope. A comparison with the un- 
signed magnetic flux $ = |(1 — a) • i? • C0S7I {bottom right) 
demonstrates that all the strong line-core brightenings are 
related to the presence of magnetic fields. This docs not 
immediately imply that the upper layers of magnetic ele- 
ments are hotter than their surroundings, as not only the 
temperature but also the Zeeman splitting or the shift of 
the optical depth scale in the presence of magnetic fields in- 
crease the line-core intensity. The flux concentrations reside 
predominantly in the intergranular lanes. The field strength 
{top left) ranges from 50 G to about 2 kG. The field azimuth 
{top middle) and field inclination {top right) indicate radi- 
ally oriented magnetic fields that extend well beyond the 
visible border of the pore {white/black contours). The in- 
clination increases with radial distance from the center of 
the pore, reaching a maximum of about 70° to the LOS. As 



the pore was located close to disk center, the corresponding 
orientation in the local reference frame (i.e., with respect 
to the local surface normal) will not differ much from the 
LOS values. In the right half of Fig. [SJ the observed and 
best-fit spectra along a cut through the pore are shown for 
comparison. 



We conclude that because of the fine spectral sampling 
and the high SNR achieved, the spectra can be well ana- 
lyzed with the SIR code, allowing for an accurate deter- 
mination of the magnetic field parameters at high spatial 
resolution. A preliminary investigation of the effect of the 
transmission profile of TESOS on the observed spectra, 
mainly using the telluric oxygen line, suggested systematic 
variations of line widths or line positions across the FOV 
of 0.1 -0.2 pm (see a lso von der Liihe fc Kentischen 20001: 



'Tritschler et al."2002'; 'Martinez Fillet ct al.'f2004; 'Scharme 
2006; Puschmann ct al. 2006; Rcardon & Cavallini 200. 
This translates into an error in the field strength (velocity) 
of 50 G (50 ms~^) at 630 nm, which is comparable to the 
error in the determinat ion of the v elocity or the magnetic 
field strength (see, e.g.. lBecal2006[ ) and far below their in- 
trinsic variation across the solar surface. A more detailed 
discussion of the instrumental effects on the retrieved phys- 
ical parameters is postponed to a future publication. 
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Fig. 6. ie/t panel: Network data taken in 2007. Bottom to top: Ic, polarization degree p, NCP, \V\ from TIP. Red and 
green contours inp outline negative and positive NCP, respectively; black contours in Ic a polarization degree above 13%. 
The blue horizontal dashed lines in NCP represent the TIP FOV. The direction to the limb is indicated by the white 
arrow. Right top: NCP (blue) and p (black) along the cut marked by a vertical red dashed line crossing the right white 
rectangle, h. The black vertical dashed lines denote the lower and upper boundary of rectangle b. Right bottom: Stokes V 
profiles with maximum positive and negative NCPs in the cut. 



5.2. Network Observations 

The network observations taken on October 18, 2007 at 
about 10:00 UT were coordinated with TIP. A broad-band 
G-band speckle channel was added in front of TESOS to 
provide context information with high spatial resolution. 
TIP was set to repeatedly scan a small region of ^5" near 
the centre of the VIP FOVQ. 

Figure [6] summarizes the observations: the continuum 
intensity Ic (bottom left), the polarization degree p (middle 
left), and the net circular polarization (NCP; top left) in 
the Fe l line at 630.25 nm. The NCP was computed as the 
integral of Stokes V over wavelength, multiplied by the po- 
larity of the field. The polarization degree was determined 
as 

(2) 



P = max (v/Q2(A) + C/2(A) + y2(A)) //qs, 



with 7qs representing the quiet Sun continuum intensity. 
The small map at the very top left shows the integrated V 
signal of one TIP scan. Its location inside the VIP FOV is 
indicated by the blue horizontal dashed lines in the NCP 
map. 

The NCP map reveals a distinct pattern, varying be- 
tween positive and negative values on small spatial scales 
(e.g., left white rectangle, a). Negative NCP (black) ap- 
pears preferentially toward the disk center and positive 



^ See the TIP archive for an overview of the TIP data (KIS 
home page— >-Observatories— >Data archives). 



NCP (white) toward the limb. The polarization degree map 
shows that the highest NCP values are not cospatial with 
the highest polarization degree, but rather flank it. The ef- 
fect is visualized in the right panel that shows NCP and 
p values on a cut along the y-axis through the right white 
rectangle, b. The NCP reduces to zero and changes sign 
across the maximum of the polarization degree. The Stokes 
V profiles corresponding to maximal positive and negative 
NCP in the cut are shown at the bottom right; the pro- 
nounced asymmetry of the red and blue V lobe is clearly 
visible in the two cases. The spectral sampling is indicated 
by the crosses. 

Figure [7| offers a tentative explanation of how the pe- 
culiar NCP pattern could possibly be created. In the case 
of a flux sheet that is parallel to the limb, the LOS crosses 
both the canopy and the center of the sheet (top row). If 
the flux concentration is perpendicular to the limb (bot- 
tom row), the LOS passes through either the canopy or 
the central axis. This scenario provides fairly different gra- 
dients of magnetic field strength along the LOS. In addi- 
tion, velocity gradients will presumably be encountered by 
the LOS at the boundary of the flux concentration; the 
field-free convective region below the canopy and the mag- 
netic volume are expected to harbor upflows and down- 
flows, respectively. With these velocity gradients, the two 
nece ssary conditions for gener ating a NCP are present (see , 



e.g., Auer fc Heaslev 1978: Sa nchez Almeida fc Litej|i992l : 



iLandolfi fc Landi DeglTnnocentilll996t ). The scenario, how 
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ever, will have to be investigated in more detail before it 
can be taken for plausible. The detection of the variation 
of the NCP across magnetic flux concentrations has been 
possible thanks to the high er spatial resolution of VIP (or 
Hinode; iRezaei et alj 120071) compared to older data where 
the resolution was not suffi cient to separate the canopy from 
the central axis, (see, e.g.. ISigwarthI [20011 ) . Interestingly, a 
variation of the Stokes V area asymmetry across magnetic 
elements was inferred from the invers ion of ASP measure- 
ments at 1" (jBellot Rubio et al.l[2000l ). 



5.3. Network Observations in the G band 

VIP was used for spectropolarimetry in the G band on 
May 23, 2008. The wavelength range covered several CH 
lines and one strong atomic line near 430.32 nm. The short 
wavelength of the observations led to a rather low aver- 
age intensity of about 490 counts, but the rms noise in the 
polarization signal stayed at about 0.3%. Again, VIP was 
operated in coordination with TIP and an external speckle 
G-band channejj. 

Figure [S] shows an overview of the VIP and TIP 
observations of a network region located at (x, y) = 
(-446", -193"), i.e., 30° away from the disk center. In this 
case, the two instruments covered a similar FOV. The "con- 
tinuum" intensity for VIP was taken at 430.33 nm, where 
the intensity in the observed wavelength range is maximum. 
VIP did not reveal clear Stokes Q and U signals above 
the noise level, in contrast to TIP. This may partly be at- 
tributed to the different type of lines observed, the different 
spectral regions, or the different SNRs achieved. The V sig- 
nals of both instruments, however, match closely. 

The Stokes profiles recorded by VIP can be used for 
quantitative analyses even at the low light level prevailing 
in the blue. The right panel of Fig. [5] shows sample spectra 
from a relatively strong flux concentration marked with a 
red cross in the Stokes V map of VIP. Besides studying 
how the depth of the various CH lines in Stokes / depends 
on the physical properties of the plasma and the magnetic 
field, the observed Stokes V profiles {bottom right) can be 
used to verify theoretical models of GH line formation. The 
ov erplotted blue line come s from a numerical calculation 
by lUitenbroek et al] ()2004|) , for a height- independent field 
strength of 1 kG. The V signal was scaled down by a factor 
of 1.5 to better reproduce the observed CH lines redward 
of 430.36 nm. The large mismatch between observed and 
synthetic profiles around 430.31 nm is presumably caused 
by the parameters used to synthesize the atomic line of 
Fell (A. Asensio Ramos, private communication). 



6. Summary 

The KIS/IAA Visible Imaging Polarimeter (VIP) is a new 
instrument for 2D spectropolarimetry of the solar atmo- 
sphere. It is used with TESOS, the triple ctalon spectrom- 
eter installed at the German Vacuum Tower Telescope. The 
polarimeter is based on a pair of nematic liquid crystal re- 
tarders and a Wollaston prism. In combination with the 
adaptive optics system of the telescope, VIP and TESOS 
provide full Stokes vector measurements of spectral lines 



In this observation, the spectral resolution of TESOS was 
lower than usual because of a mistake in the setup (the paral- 
lelism of the FPIs was not adjusted). 



in the visible at a resolution of 0"5 or better. Using expo- 
sure times of 300 ms for each modulation state and 2x2 
binning, the noise level is about 0.2% of the continuum 
intensity. The four Stokes profiles can be measured at 40 
wavelength positions in about 60 s. The response function 
of the polarimeter is determined using the instrument cal- 
ibration unit of the telescope, and turns out to be stable 
over a few days. 

The high resolving power and excellent performance 
of TESOS and VIP make it possible to derive the mag- 
netic field geometry and obtain information about the at- 
mospheric conditions by means of inversion techniques. 
The Stokes spectra recorded by VIP show strong asymme- 
tries, as expected for high-resolution measurements. Thus, 
it should be possible to determine vertical gradients of 
the atmospheric parameters from them. Photosphcric and 
chromospheric lines (e.g.. Ha) can be observed sequentially 
thanks to the motorized filter wheel of TESOS. 

Usually VIP is operated in coordination with the 
Tcnerife Infrared Polarimeter and speckle imaging systems 
at the German Vacuum Tower Telescope, providing multi- 
wavelength observations of the same structures and pro- 
cesses. VIP could also be used for coordinated observations 
with space-borne instruments such as Hinode or the upcom- 
ing Solar Dynamic Observatory. Because of these reasons, 
we anticipate that future observations with VIP will be 
used to address several open questions in solar physics. 
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Fig. 8. Left panel: 2008 G-band observations. Left column, bottom to top: Stokes / and wavelength-integrated absolute 
QUV, and line-core intensity near 430.39 nm, as measured by VIP. Right column, bottom to top: Stokes / and wavelength- 
integrated absolute QUV signals from TIP, and speckle-reconstructed broad-band G-band image. The blue and red 
rectangles identify the features used for the data alignment. The black contours outline large V signals in TIP. The red 
cross in the circular polarization map from VIP near (40", 7") marks the location of the Stokes IQUV spectra shown in 
the right panel. Black: profiles observed with VIP; red: Liege atlas profiles; blue: G-band synthesis (courtesy of A. Asensio 
Ramos, lAC). CH lines are marked with dashed vertical lines from bottom up, one atomic line with a vertical dotted line 
from top down. In Stokes /, a short bar at 430.33 nm denotes the continuum wavelength, and the black crosses around 
430.39 nm the line-core intensity wavelength range. 
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Fig. 3. Calibration curves for the four modulation states 
at 656, 630, and 430 nm (from top to bottom). Calibrations 
belonging to different days are given in different colors; in 
some cases the curves are nearly identical and cannot be 
distinguished from each other (e.g., black and red curve in 
top four panels). 
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Fig. 4. Rctardancc of the visible ICU at the VTT. Crosses 
denote measurements, the dashed line a parabolic fit. 
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Fig. 7. Dependence of NCP behavior on the orientation of 
magnetic flux sheets. For an orientation of the sheet paral- 
lel to the limb (top row), the inclined LOS passes through 
both the central part (yellow) and the canopy (blue), for 
an orientation perpendicular to the limb {bottom row), it 
passes through either the canopy or the central axis. The 
LOS is inclined out of the paper plane in all but the upper 
right panel. 



